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Design  and  Error  Analysis  for  the 
WRIO  Thermal   Noise  Standard 

Will iam  C.    Daywitt 

Electromagnetic   Fields   Division 

National    Bureau  of  Standards 

Boulder,   Colorado  80303 


This  note  describes  the  design  and  error  analysis  of  a  WRIO  thermal  noise  power 
standard.  The  standard  is  designed  to  operate  at  the  boiling  point  of  liquid  nitrogen 
with  a  noise  temperature  accurate  to  +  1  K. 

Key    words:       antenna    efficiency;     diffraction;    error    analysis;    millimeter    wave;    noise 
standard;   plane-wave  scattering  matrix. 

1.     Introduction 

Over  the  past  twenty  years,  the  Electromagnetic  Fields  Division  of  the  National  Bureau  of 
Standards  (NBS)  has  built  a  number  of  coaxial  and  waveguide  noise  sources  [1-3]  consisting  of 
single-mode,  uniform  transmission  lines  terminated  in  reflectionless  loads.  The  accuracy  of  their 
calculated  noise  temperatures  is  typically  1%  which  tends  to  degrade  as  the  operating  frequency 
increases.  The  basic  design  is  illustrated  in  figure  1  where  the  termination  and  a  portion  of  the 
transmission  line  are  immersed  in  a  thermal  reservoir  at  temperature  1^,  with  the  remaining  portion 
of  the  line  leading  to  the  output  connector  at  room  temperature  T^.  The  temperature  distribution  T^ 
of  the  line  is  also  illustrated  where  the  room-temperature  portion  of  the  line  has  a  length  Z. 
Radiation  from  the  termination  and  the  dissipative   losses  of  the  line  result  in  a  noise  temperature 

T,   =T^+AT  (1) 

where,  for  the  idealized  distribution  shown, 

AT  =  (2a'Jl)  (Tq  -  T^).  (2) 

The  attenuation  coefficient  a'  refers  to  the  line  at  Tq,  and  the  equations  indicate  that  only  that 
portion  of  the  line  contributes  to  the  excess  (in  excess  of  thermal  equilibrium  conditions)  noise 
temperature  AT. 

The  largest  source  of  error  in  calculating  the  noise  temperature  by  eq  (1)  is  the  attenuation 
2a'l,  which  is  usually  estimated  to  an  error  varying  from  lOX  to  20X.  With  this  large  an  error,  it 
is  necessary  to  keep  the  attenuation  small  (to  maintain  the  error  in  T^  less  than  1%),  implying 
either  a  small  attenuation  coefficient  a',  a  short  transition  length  ^,  or  both.  In  the  microwave 
frequency  range  and  below,  the  attenuation  can  be  kept  down  with  relatively  simple  engineering 
designs;  but  as  the  frequency  increases  into  the  millimeter-wave  range,  this  becomes  more  of  a 
problem  [3].  In  this  higher  frequency  range,  surface  roughness  also  plays  a  bigger  role  [4], 
causing  an  additional    increase  in  the  attenuation. 
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Figure  1.     Schematic  diagram  of  a  transmission-line  type  noise  standard. 

To  circumvent  the  engineering  difficulties,  it  was  decided  to  abandon  the  transmission-line 
type  of  noise  standard  in  favor  of  a  design  incorporating  a  millimeter-wave  horn  antenna  "looking" 
at  an  absorber  of  known  temperature.  The  resulting  antenna  noise  temperature  is  close  to  the 
measured  temperature  1^  of  the  absorber,  with  additional  noise  contributions  from  the  dissipative 
antenna  losses,  and  from  the  antenna  side  and  back  lobes.  This  type  of  noise  source  is  not  new,  but 
its  use  as  a  primary  reference  standard  of  high  accuracy  required  the  successful  resolution  of  two 
previously  unanswered  questions:  can  a  useful  expression  for  the  noise  efficiency  (defined  in 
Appendix  A)  of  the  antenna  with  sources  in  its  radiating  near  field  [5]  be  found;  and  can  the  error 
caused  by  near-field  excess  radiation  (in  excess  of  thermal -equil  ibri um  conditions)  entering  the 
side  and  back   lobes  of  the  antenna  be  estimated? 

The  antenna  noise  efficiency  derivation  described  in  the  next  section  and  in  Appendix  A  is 
based  upon  the  plane-wave  scattering-matrix  (PWSM)  theory  of  antennas  [6].  This  efficiency,  because 
of  reciprocity,  reduces  to  the  antenna  radiation  efficiency.  However,  in  contrast  to  the  usual 
definition  [7]  of  the  radiation  efficiency,  the  PWSM  description  reveals  enough  of  the  structure  of 
the  efficiency  to  permit  a  detailed  calculation  and  error  analysis  of  its  magnitude.  The  PWSM 
formalism  is  used  solely  to  derive  an  expression  for  the  antenna  noise  efficiency  and  excess  noise 
temperature  with  the  cavity  in  the  antenna  radiating  near  field,  and  to  show  how  the  efficiency  can 
be  evaluated  in  terms  of  antenna  far-field  quantities. 


With    the    noise    efficiency    defined    in    Appendix    A,    insights    gleaned   from   the   Uniform   Theory    of 
Diffraction    (UTD)    [8]   are   used   in   Appendix   B  to  eliminate   its  angle-dependent  components.      The  error 


incurred  from  neglecting  these  contributions  to  the  efficiency  is  then  estimated.  The  residual, 
angle-independent  part  of  the  efficiency  is  estimated  in  Appendix  C  by  substituting  the  rectangular 
waveguide  expression  for  the  absorption  coefficient,  changing  the  cross-sectional  dimensions  to 
confonm  to  the  interior  dimensions  of  the  horn  antenna.  The  waveguide  expression  is  used  because  of 
the  nonexistence  of  pyramidal  horn  mode  equations.  An  estimate  of  the  error  caused  by  this 
substitution  is  also  presented  in  Appendix  C. 

Effects  of  surface  roughness  on  dissipative  loss  are  reviewed  in  Appendix  D  where  an  attempt  is 
made  to  clarify  some  disagreements  found  in  the  literature  [9,10].  A  modified  expression  for  the 
corresponding  noise  efficiency   is  also  presented. 

Due  to  more  intense  fields  in  the  waveguide  portion  of  the  horn,  dissipative  loss  is  greater 
there  than  in  the  horn  flare.  Consequently,  the  horn  waveguide  lead  is  made  as  short  as  possible 
without  introducing  a  significant  amount  of  higher-mode  contamination  in  the  antenna  noise 
temperature.  The  minimum  allowable  length  is  determined  in  Appendix  E  along  with  an  estimate  of  the 
error  due  to  these  higher  modes. 

The  UTD  is  used  in  Appendix  F  to  estimate  the  noise  temperature  error  due  to  the  cavity  wall 
temperature  being  greater  than  the  temperature  of  the  absorber,  and,  in  Appendix  G,  to  estimate  the 
effect  of  multiple  reflections  between  the  horn  and  rear  cavity  wall.  Appendix  F  sets  an  upper 
limit  to  the  magnitude  of  the  excess  cavity  noise,  while  Appendix  G  justifies  (by  examining  multiple 
reflections  between  the  horn  aperture  and  rear  cavity  wall)  separating  the  total  excess  noise  into  a 
sum  of  excess  antenna  and  cavity  noises. 

The  design  equations  and  construction  details  will   be  described  in  a  companion  document. 

2.     Antenna  noise  efficiency  and  construction  of  the  horn 

The  antenna  noise  temperature  T^  is  determined  from  eq  (1)  with  a  different  excess  noise 
temperature  AT  than  that  given  in  eq  (2)  for  transmission-line  type  noise  standards.  This  new 
correction  temperature  has  the   form 

AT  -    (1    -  a)    (Tq   -    T^^)  (3) 

for  an  antenna  inside  a  reflectionless,  isothermal  cavity,  a  is  the  noise  efficiency  defined  in 
Appendix  A,  Tq  is  the  physical  temperature  of  the  antenna,  and  T^  is  the  physical  temperature  of  the 
cavity.  An  equation  for  the  efficiency,  when  the  cavity  is  in  the  radiating  near  field  of  the 
antenna,  is  derived  by  use  of  the  antenna  scattering  matrix  [6]  and  the  Clausius  statement  of  the 
second  law  of  thermodynamics  [11].  The  details  of  the  derivation  given  in  the  appendix  reveal  that 
the  cavity  walls  need  not  be  strictly  reflectionless,  only  that  no  multiple  reflections  take  place 
between  the  cavity  and  the  antenna  (an  important  distinction  that  is  utilized  in  constructing  the 
standard) . 


One  interesting  and  useful  feature  that  comes  from  the  derivation  is  that  the  efficiency  is  the 
same  whether  the  radiating  sources  (the  cavity)  are  in  the  antenna  near  or  far  field.  This  result 
allows  the  efficiency   to  be  more  easily  evaluated  with  far-field  quantities. 


1    r 
'^   ^  cT-  i 


rE'(r)   ^ 


rE(r) 


P^(Q)dQ  (4] 


and  is  obtained  by  combining  eqs  (A19),  (A26),  and  (A27)  from  the'  appendix--noting  that  the  reflec- 
tion coefficient  of  the  antenna  does  not  depend  significantly  (Sqq  =  Sqq)  on  the  antenna  loss.  In  eq 
(4),  Qg  is  the  antenna  solid  angle,  r_  is  the  radius  vector  from  the  antenna  aperture  to  the  far- 
field  point  (r  is  the  magnitude),  Pp(Q)  is  the  normalized  power  pattern  where  Q  stands  for  the 
antenna  pointing  angles,  dQ  is  the  differential  solid  angle,  and  rE_(H  is  the  E-field  pattern.  The 
prime  refers  to  the  real  (lossy)  antenna,  the  unprimed  quantities  belonging  to  the  same  antenna  with 
no  losses. 

Ideally,  the  pattern  ratio  in  eq  (4)  could  be  measured,  or  calculated  from  Maxwell's  equations, 
but  the  measurement  is  too  inaccurate  to  be  useful  and  the  calculation  is  prohibitively  difficult. 
However,  since  most  of  the  loss  comes  from  the  waveguide  and  flare  portions  of  the  horn  (Appendix 
B) ,  the  efficiency  is  easily  calculated  (Appendix  C)  if  losses  from  the  remainder  of  the  horn  are 
neglected.  Figure  2  shows  an  isometric  view  of  the  horn  designed  for  the  WRIO  frequency  band 
(75  GHz  to  110  GHz)  to  take  advantage  of  this  situation.  Reflections  from  the  waveguidfe-flare 
junction,  or  throat,  are  minimized  by  joining  the  waveguide  and  flare  with  a  circular  arc  of  suffi- 
ciently large  radius  [12],  beginning  at  Xj^  and  ending  tangentially  on  the  flared  walls.  A  quarter- 
round  (3  wavelength  radius)  matchiag  section  [13]  at  the  aperture,  in  addition  to  a  large  aperture 
cross  section  [14],  minimize  the  aperture  reflections.  With  multiple  reflections  interior  to  the 
horn  eliminated,  a  wave  entering  the  horn  flare  from  the  waveguide  maintains  its  TE-^Q-mode 
configuration  out  to  the  aperture. 

Before  including  the  throat  taper  and  the  aperture  matching  section  into  the  design,  and  after 
choosing  the  E-plane  aperture  dimension,  Braun's  equations  [15]  were  used  to  determine  the  other 
aperture  dimension  and  the  flare  angles  and  lengths  to  insure  approximately  equal  E-  and  H-plane 
beam  widths  and  a  simple  butt  joint  at  the  waveguide-flare  junction.  The  waveguide  length  x^  was 
chosen  (Appendix  E)  to  minimize  the  effects  of  higher  modes  (generated  by  radiation  incident  on  the 
antenna  from  the  cavity)  on  the  antenna  noise  temperature.  Finally,  a  water  jacket  was  included 
around  the  waveguide-throat  region  to  maintain  this  high-loss  area  at  a  constant  known  temperature. 

The  horn  attenuation  calculated  in  Appendix  C  neglects  the  effect  of  surface  roughness  on  the 
losses,  predicting  a  loss  that  is  less  than  the  actual  value.  In  Appendix  D,  it  is  argued  that,  for 
an  isotropically  rough  surface,  the  horn  attenuation  coefficient  increases  by  a  factor  K,  which  is 
independent  of  position  inside  the  horn--depending  only  upon  the  roughness  of  the  surface  and  the 
operating      frequency.  Furthermore,      it     is     reasonable     to     assume     that     K     is     independent     of 

temperature.  These  considerations  imply  that  K  can  be  determined  by  comparing  the  measured  and 
calculated  (assuming  no  surface  roughness)  attenuation  for  a  waveguide  section  with  the  same  surface 
roughness  as  the  horn.     A  picture  of  the  horn  with  the  four  waveguide  sections  and  quarter-wave 


Figure  2.      Isometric  view  of  the  WRIO  horn  antenna. 


Figure  3.     WRIO  horn  antenna,   waveguide  sections,   and  quarter-wave   short. 
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short  (94.5  GHz)  used  to  determine  K  is  shown  in  figure  3.  The  horn  was  constructed  by  machining  a 
stainless-steel  mandril  to  the  interior  horn  dimensions,  flashing  it  with  gold,  and  electroforming 
copper  on  top  of  the  gold.  After  electroforming  and  machining,  the  mandril  was  removed,  leaving  the 
horn  shown  in  the  figure.  The  process  was  repeated  to  produce  the  four  waveguide  sections  with  the 
same  interior  surface  roughness  as  the  horn.  Then,  after  determining  K  for  the  waveguide  section, 
the  efficiency  of  the  horn  was  calculated  from 


-2K/a'dz 


(5) 


where   the  attenuation  coefficient  a'    (Appendix  C)    is  a  function  of  the  dimensions  and  temperature  of 
the  horn  at  position  z  along  the  horn  axis.      The   integral    is  performed  over  the  length  of  the  horn. 

Figures  4,  5,  and  6  show  the  results  of  the  calculations  with  K  =  1.  The  attenuation 
coefficient  a'  for  75  GHz  and  110  GHz  is  plotted  as  a  function  of  z  along  the  horn  axis,  with  the 
waveguide  flange  of  the  horn  at  the  origin.      The  waveguide  portion  of  the  horn  extends  from  z  =  0  to 
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Figure  4.      Attenuation  coefficient  for  the  WRIO  horn  antenna. 
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Figure  5.   Attenuation  versus  frequency  for  the  waveguide,  throat,  and  flare  portions  of  the  WRIO 
horn  antenna 

z  =  0.31,  where  the  transition  to  the  flare  starts.  The  aperture  and  the  beginning  of  the  quarter- 
round  matching  sections  are  at  z  =  7.0,  and  the  water  jacket  extends  from  the  flange  to  z  =  3.6. 
Figure  5  shows  the  total  horn  attenuation  (the  exponent  of  eq  (5)  with  K  =  1)  as  a  function  of 
frequency,  leading  to  the  excess  noise  temperature  shown  in  figure  6. 

3.        Construction  and  operation  of  the  cavity 


An  assembly  drawing  of  the  WRIO  noise  standard  is  shown  in  figure  7.  The  horn  antenna  is 
suspended  at  the  top  of  the  cavity  by  a  yoke  (items  18A  and  18B)  that  attaches  it  to  a  flexible, 
beryllium-copper  membrane  (17)  which  fits  loosely  in  a  holder  (7)  that  allows  approximately  8  mm 
side  motion.  This  motion,  with  the  flexibility  of  the  membrane,  permits  the  horn  waveguide  flange 
to  be  connected  to  a  radiometer  without  supporting  the  weight  of  the  entire  standard,  greatly  reduc- 
ing problems  associated  with  flange  misalignment.  The  cavity  consists  of  the  yoke  and  membrane,  the 
silicon-carbide  absorber  (13),  and  the  load  holder  (14).  The  inside  cavity  walls  are  polished  and 
gold  flashed  to  reduce  thermal  radiation  from  their  surfaces.  Two  radiation  shields  (6C,  6E)  help 
reduce  the  amount  of  external  radiation  entering  the  cavity.  The  bottom  portion  of  the  cavity  is 
immersed  in  liquid  nitrogen,  allowing  the  liquid  to  leak  through  the  bottom  of  the  holder  and  be 
absorbed  by  the  silicon  carbide.  The  liquid  level  is  maintained  between  the  maximum  and  minimum 
levels  shown  in  the  figure.  Millimeter-wave  absorber  (16)  is  inserted  between  the  bottom  of  the 
load  holder  and  the  vacuum  flask  (12)  to  absorb  radiation  entering  the  flask  from  outside  the 
standard.  By  using  this  absorber,  the  radiation  temperature  [16]  of  the  radiation  entering  the 
cavity  from  the  flask  area  is  reduced  from  approximately  300  K  to  2  K  above  the  boiling  temperature 
(77  K)  of  the  liquid.  Once  the  flask  is  filled  to  the  maximum  level,  it  takes  approximately  seven 
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Figure  6.     Correction  noise  temperature  for  the  WRIO  noise  standard. 

hours    for    the    liquid    to    boil    down    to    the    minimum   usable    level.       Figure    8    is    a    photograph    of    the 
completed  assembly. 

The  silicon-carbide  absorber  was  manufactured  from  commercially  available  grinding-wheel  stock 
(grad  P,  grit  C320,  vitrified  bond,  silicon  carbide)  by  cutting  the  stock  into  rectangular  shapes 
and  sharpening  the  ends.  The  pieces  were  then  fastened  together  and  the  assembly  ground  to  form  the 
cylindrical  shape  shown  in  figure  9.  When  inserted  in  the  holder  (fig.  10),  the  cohesive  action 
between  the  silicon-carbide  particles  and  the  liquid  nitrogen  draws  the  liquid  up  into  the  wedges, 
allowing  the  liquid  to  boil  off  on  the  wedge  surfaces.  With  this  technique,  the  temperature  of  the 
radiating  surface  of  the  absorber  is  maintained  at  the  boil-off  temperature  of  the  liquid  nitrogen 
to  within  0.2  K,   independent  of  the   level   of  the  liquid  in  the   flask. 

4.     Results,  errors,  and  conclusions 

Equations  (1),  (3),  and  (5)  are  used  to  calculate  the  noise  temperature  Tp  of  the  standard, 
where  T^j,  is  the  measured  temperature  (liquid  nitrogen  boil -off  temperature)  of  the  absorber,  Tq  is 
the  temperature  of  the  horn  antenna  (room  temperature),  a  is  the  noise  efficiency  of  the  horn,  K  is 
the  roughness  factor,   and  a'    is  the  absorption  coefficient  at  position  z  along  the  horn  axis.     Six 
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Figure  7.  Assembly  drawing  of  the  WRIO  noise  standard. 
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Figure  8.  WRIO  noise  standard. 
10 


Figure  9.     Silicon-carbide  absorber. 

possible  sources  of  error  accompany  the  use  of  these  equations:  (i)  higher-mode  contamination  of 
the  noise  temperature,  (ii)  multiple  reflections  between  the  horn  and  rear  cavity  wall,  (iii)  wall 
temperatures  greater  than  the  absorber  temperature,  (iv)  uncertainty  in  T^,  (v)  uncertainty  in  Tq, 
and  (vi)  uncertainties  in  the  noise  efficiency.  These  sources  of  error  are  discussed  below  and  sum- 
marized in  table   1   along  with   the   resulting  errors  they   produce   in  the  output  noise  temperature. 

The  length  of  the  waveguide  portion  of  the  horn  was  chosen  to  adequately  filter  out  the  higher 
waveguide  modes  generated  in  the  horn  flare  by  radiation  from  the  cavity  incident  on  the  horn.  The 
calculations  described  in  Appendix  E  show,  that  for  0.31  cm,  the  residual  contamination  amounts  to 
no  more   than  +  0.12%  of  the   noise   temperature. 
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Multiple  reflections  between  the  back  wall  of  the  cavity  and  the  horn  affect  both  the  validity 
and  magnitude  of  the  correction  noise  temperature  in  eq  (3).  Calculations  in  Appendix  G  show  the 
discrepancy  in  the  magnitude  to  be  insignificant,  indicating  that  the  assumption  of  a  reflectionless 
cavity  in  the  derivation  of  eq  (3)  leads  to  no  larger  an  error  than  -  0.05%. 

The  temperature  of  the  cavity  back  and  side  walls  varies  from  room  temperature  at  the  top  of 
the  cavity  (fig.  7)  to  liquid-nitrogen  temperature  where  the  side  wall  meets  the  absorber.  The 
elevated  wall  temperatures  cause  the  noise  temperature  to  be  in  excess  of  the  load  temperature  T^. 
The  resulting  error  (Appendix  F)  is  no  larger  than  -  O.IOX. 

The  temperature  of  the  absorber  wedges  was  found  to  be  within  0.1  K  (the  experimental  error)  of 
the  liquid-nitrogen  boil -off  temperature  (which  was  measured  with  the  same  thermocouple).  When  the 
standard  is  in  use,  the  absorber  temperature  is  determined  by  reading  the  atmospheric  pressure 
(±  1  mm  Hg)  off  a  precision  barometer  and  converting  to  the  boil-off  temperature  (±  0.14  K)  via 
standard  vapor-pressure  equations  [17].  Care  was  taken  in  constructing  the  standard  to  insure  a 
positive  flux  of  nitrogen  boil -off  gas  from  the  enclosure,  preventing  contamination  of  the  liquid 
nitrogen  by  atmospheric  gasses,  and  allowing  the  equations  to  be  used  to  an  assumed  accuracy  of 
0.02  K.  The  total  error  (0.26  K)  in  measuring  the  absorber  temperature  is  the  sum  of  these  three 
errors.  This  causes  an  error  of  less  than  0.341.  in  the  noise  temperature. 

Table  1.  Errors  in  the  WRIO  (75  GHz  -  110  GHz)  noise  standard 


Resulting  Percentage 
Source  of  Error  Source  Uncertainty  Error  in  Tp 

1.  Higher  modes  —  0 

+0 

2.  Multiple  reflections  between  horn  &  cavity  —  -  0.05 

+0 

3.  Elevated  cavity-wall    temperature  •    —  -  0.10 

4.  Uncertainty  in  T^  +  0.26  K  ±  0.34 

5.  Uncertainty  in  Tq  +  2  K  +  0.02 

6.  Uncertainties  in  a 

+  0 

6.1  Neglecting  losses  beyond  aperture  —  -  0.01 

6.2  Using  waveguide  loss  equation  —  ±  0.01 

6.3  Dimensional    uncertainties  ±  0.0025  cm  ±  0.06 

6.4  Uncertainties  in  dc  resistivity  curve  ±  5%  +  0.01 

6.5  Uncertainties  in  K  ±5%  +  0.06 

Total   error  (linear  sum)  +  0.5  % 

-   0.7   7o 
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The  temperature  of  the  horn,  reduced  slightly  by  cooling  from  the  liquid-nitrogen  boil-off  gas, 
is  determined  by  circulating  room-temperature  water  through  the  water  jacket  (fig.  2).  The  water 
temperature  is  measured  before  entering  the  horn  by  use  of  a  precision  (+  1  K)  mercury  thermometer, 
and  the  temperature  of  the  high-loss  portions  of  the  horn  is  depressed  no  more  than  1  K  by  the  boil- 
off  gas.  The  horn  temperature  error  is,  therefore,  no  larger  than  2  K,  causing  an  error  of  less 
than  0.02%  in  the  noise  temperature. 

Errors  in  the  noise  efficiency  fall  into  two  classes:  errors  due  to  the  approximations  leading 
to  eq  (5),  and  errors  due  to  uncertainties  in  the  parameters  used  in  the  equation.  The  first  class 
contains  an  error  due  to  neglecting  dissipative  horn  losses  beyond  the  aperture  (Appendix  B), 
resulting  in  a  noise  temperature  error  less  than  a  negative  0.01%;  and  an  error  due  to  the  nonexis- 
tence of  equations  describing  pyramidal  horn  fields  (Appendix  C)  resulting  in  an  error  no  larger 
than  0.01%.  The  parametric  errors  are  due  to  uncertainties  (+  0.0025  cm)  in  the  internal  horn 
dimensions,  in  the  slope  versus  temperature  curve  for  the  dc  resistivity  of  the  horn  walls  (±  5%), 
and  in  the  roughness  factor  K.  The  first  two  result  in  noise-temperature  errors  of  less  than  0.01% 
and  0.06%,  respectively. 


Figure  10.     Top  view  of  the  cavity. 


The  roughness  factor  at  297  K  was  determined  by  comparing  the  measured  and  calculated  values  of 
attenuation  for  the  waveguide  sections  shown  in  figure  3.  Errors  in  the  roughness  factor  are  due  to 
errors  (+  0.0012  cm)  in  the  measured  dimensions  of  the  waveguide  sections,  and  uncertainties  asso- 
ciated with  the  six-port  millimeter-wave  system  [18]  used  to  measure  the  attenuation.  The  roughness 
factor  was  determined  to  be  1.14  (+  0.05)  at  94.5  GHz,  with  an  error  no  larger  than  0.06%  in  the 
noise  temperature. 
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The   sum   of   errors    in   table    1    for   the   noise-temperature   output  of  the   noise   standard   is  within 

1%,    showing   that   it  is   possible   to  construct  a   precision   horn/absorber  type   of   standard,   and,    thus, 

eliminate     the     engineering     problems     mentioned    in    the     introduction.  Furthermore,     this    type    of 
standard  can  be  easily  duplicated  at  the  higher  millimeter-wave  bands. 

Calculations  using  the  UTD  show  that,  if  the  yoke  and  membrane  (items  17,  18A,  and  18B  in  fig. 
7)  are  removed  from  the  standard,  the  noise  temperature  increases  by  approximately  0.71..  If,  in 
addition,  the  aperture-matching  quarter-rounds  (the  curved  sections  on  the  horn  aperture  in  fig.  2) 
are  removed  from  the  horn,  this  figure  increases  from  0.7X  to  approximately  3%.  Therefore,  the  yoke 
and  membrane  are  needed  to  insure  an  accurately  known  noise  temperature. 
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Appendix  A:     The  noise  efficiency  and  noise  temperature  of  an 
antenna  in  a  reflectionless,   isothermal  cavity 


The  derivation  for  the  antenna  noise  efficiency  presented  in  this  appendix  employs  the  PWSM 
theory  [6]  of  antennas,  and  consists  of  two  steps.  First,  a  spectral -density  function  for  the 
cavity  radiation  is  found  by  placing  a  lossless,  reciprocal  antenna  in  the  cavity  and  applying 
thermodynamic  arguments.  The  density  function  is  then  used  with  a  lossy  antenna  in  the  cavity  to 
find  an  expression  for  the  resulting  antenna  noise  efficiency  and  noise  temperature.  The  PWSM 
theory  and  symbols  are  fully  explained  in  the  reference,  and  will  not  be  reviewed  here  in  order  to 
save  space. 

Figure  11  and  the  use  of  plane-wave  spectra  to  describe  the  cavity  fields  suggest  that  the 
results  are  applicable  only  to  an  infinite,  parallel -plate  cavity.  However,  the  results  are  more 
general  than  indicated,  and  apply  as  well  to  a  closed  cavity,  the  PWSM  formalism  being  used  for 
convenience  because  of  its  extensive  development  in  the  antenna  metrology  area.  A  rigorous 
derivation  for  the  closed  cavity  would  proceed  along  the  lines  of  Yaghijian's  cylindrical    surface 


Figure   11.     Schematic  diagram  of  an  antenna  and  termination  in  a  reflectionless,   isothermal   cavity. 
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formulation  [19]  except  for  the  use  of  spherical-wave  expansions  which  [20],  like  their  cylindrical- 
wave  counterparts,  allow  a  scattering-matrix  description  of  the  antenna  to  be  developed  that 
contains  important  orthogonality  properties  permitting  a  development  similar  to  the  one  presented 
here  to  be  accomplished. 

Cavity  radiation  density  function 

Figure  11  shows  a  lossless  antenna  (terminated  by  a  refl ectionless  load)  in  thermal  equilibrium 
(via  radiation  through  the  antenna)  with  the  cavity,  leaving  the  load  and  cavity  at  the  same  temper- 
ature T.  Here  da^  (m,  _K_,  _r)  is  a  differential  amplitude  function  for  the  radiation  originating  at 
position  _r>  where  q  (=  ±  1)  denotes  the  front  and  back  hemisphere  surrounding  the  antenna;  m  is  the 
polarization  index  of  the  corresponding  wave  incident  on  the  antenna;  and  K_  is  the  transverse  (to 
the  z-direction)  part  of  the  propagation  vector  k_.  The  wave  amplitude  of  the  field  in  the  antenna 
waveguide  lead  produced  by  da^  is  represented  by  db^,  whose  summation  over  both  hemispheres  is 
denoted  by  b^.  Sqq  is  the  antenna  reflection  coefficient.  Since  there  are  no  multiple  reflections 
between  the  antenna  and  the  cavity  walls   [6] 

db^  =     ^0   ''^'  -^   ^^   ^'^'  -'  -^  —  ^^^^ 


where 


t-=l  J  1  (A2) 

q  K  m 


is  a  symbol  used  for  convenience,  and  the  integral  is  two  dimensional,  being  performed  over  the 
product  dk^  dky  symbolized  by  dj<.  The  integral  limits  are  restricted  to  the  region  in  k_-space  where 
K  <  k,  implying  that  there  is  no  evanescent-mode  coupling  between  the  antenna  and  cavity.  Sq„  is 
the  receiving  characteristic  of  the  antenna.      The  total   wave  amplitude  is 


b^  =     /     db     =  ^  S^   (m,   K)   /     da   (m,   K,    r)   dK  (A3) 

where  the   integral    is  over  both  hemispheres  or  H  steradians. 

The  spectral    density  w^  of  the  available  power  [21]   corresponding  to  b^  is 

Tl 

u     = ^  <b„   b*>  (A4) 

0       ^  .  ,3^^,2      0     0 

where  the  bracket  symbolizes  an  ensemble  average,  accounting  for  the  fact  that  h^  is  a  stochastic 
variable  [21],  and  where  the  asterisk  stands  for  the  complex  conjugate.  tIq  is  the  characteristic 
admittance  for  the  mode  propagating  in  the  waveguide.     Combining  eqs  (A3)   and  (A4)   leads  to 

to     =  —       °       „   t     p    S      (m,   K)    S*    ,  (m'  ,   K'  )   w     dK  dK'  (A5) 

0        ,        1^,2^^       oq'-       oq  '-         c 

'    oo' 

17 


where 

CO  =  J  /  <da^(m,  K,  r)  da*,(m',  K ' ,  r')>  .  (A6) 

The  power  spectral  density  w  of  the  load  attached  to  the  antenna  is 

w  =  kT  (A7) 

where   k    is    BoHzmann's   constant,    and   T   is   the   load   temperature.      Since   the   load   and  cavity   are    in 
thermal   equilibrium,   the   second  law  of  thermodynamics   [11]   implies  that 

Wq  =  u)   .  (A8) 

Combining  eqs   (A5),    (A7),   and   (A8)   leads  to 

f  f    S^    (m,   K)   S*   ,(m',   K')  o)     dK  dK'    =  kT   .  (A9) 


1        i<;|2*'^       oq'-      oq'        '-        c 
'^oo' 


Since  the  antenna  is  lossless  and  reciprocal    [6] 

,2 


t         \   lv'\ dK  =   1  (AlO] 


1   -    IS,   1^  V^ 

00 

where  r]^(K)    is   the   wave    admittance    for   the    incident  wave   with   polarization   index  m  and  transverse 
wave  number  K.     The  last  equation  can  be  rewritten  in  the  form 

n,  S,   (m,   K)   S*    ,(m' ,   K') 

— ^f.  t'   -^ ~     ,°? ^-6      ,    6      ,    6(K-K')    dK   dK'    -   1  (All) 

1  .   \sj^  \^  ^^      ™ 

where    6      ■     and    &^^<     are    Kronecker     delta     functions,     and    6(1<^-K^')       is    a    Di  rac    delta    function. 
Multiplying  eq   (All)   by  kT  and  combining  it  with  eq   (A9)   leads  to 

(A12) 

kT 


% 


[^r- Tiry  6,6.    6(K-K'  )]    dK   dK '    =  0 

'-  c       Ti^(K)     qq      mm -' 


The  quantity  in  the  brackets  of  this  expression  is  a  property  of  the  cavity  and  independent  of  the 

antenna  structure.   Therefore,  since  eq  (A12)  must  hold  for  any  lossless,  reciprocal  antenna,  the 

quantity  in  the  bracket  must  vanish.   This  yields  the  required  spectral  function  for  the  cavity 
radiation, 

18 


This    function    will    be   used   in   the   next   step   to   derive    an   expression   for   the    noise   efficiency   of   a 
lossy  antenna  in  equilibrium  with  the  cavity  and  termination. 

Antenna  noise  efficiency  and  noise  temperature 

The  antenna  noise  temperature  T^  of  a  lossy  antenna  in  the  cavity  is  equal  to  the  power 
spectral  density  (divided  by  Boltzmann's  constant)  of  the  total  available  noise  powers  at  the 
antenna  waveguide  flange.  The  total  power  is  the  sum  of  the  noise  powers  generated  by  the  cavity 
and  the  dissipative  losses  in  the  antenna.  Hence,  the  spectral  density  is  the  sum  of  the  separate 
spectral  densities  of  the  antenna  and  cavity.  The  spectral  density  w^  for  the  cavity  radiation 
appearing  at  the  waveguide  flange  of  the  antenna  can  be  obtained  by  inserting  eq  (A13)  into  eq  (A5) 
and  taking  the  cavity  temperature  T  (since  it  is  constant)  out  from  under  the  integral  sign.  The 
result  is 

u)^   =  KTa  (A14) 

where 

n„               IS'    (m,   K)|^ 
0 ^  ^ ^1^ 


= ^ — . t  ^^5_z: dK   .  (A15) 

(1  -  iSiol^  ^0  '         ~ 

The  second  sum-integral  symbol  includes  only  the  sum  over  q  since  the  sum  over  m  is  absorbed  into 
the  "complete"  antenna  receiving  characteristic  s'  [6].  Yq  is  the  wave  admittance  of  free  space, 
and  the  primes  in  the  equation  signify  that  the  corresponding  parameters  belong  to  a  lossy 
antenna.  Note  that,  because  of  the  loss,  eq  (A15)  does  not  reduce  to  unity,  as  does  eq  (AlO)  for  a 
lossless  antenna.  Equation  (A15)  defines  the  antenna  noise  efficiency.  For  a  reciprocal  antenna, 
it  is  equivalent  to  the  antenna  radiation  efficiency   [6], 

The  spectral   density  w  of  the  total   available  power  at  the  waveguide  flange   is 

03    =    OJi     +    OJo  (A16) 

where  C02  is  the  spectral  density  for  the  antenna  losses.   Since  the  load  terminating  the  antenna, 

the  antenna  itself,  and  the  cavity  are  at  the  same  temperature,  the  second  law  of  thermodynamics 

implies  that  the  w  of  eq  (A16)  is  the  same  as  that  of  eq  (A7).  Therefore,  eqs  (A7),  (A14),  and 
(A16)  can  be  solved  for  C02,  yielding 
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^2  =  kT(1  -  a) 


(A17) 


This  important  result  is  used  to  calculate  the  amount  of  noise  power  generated  by  the  antenna 
losses,  and  appearing  at  the  antenna  waveguide  flange.  When  the  temperature  Tq  of  the  antenna  and 
the  temperature  T^  of  the  cavity  are  different,  eqs  (A14),  (A16),  and  (A17)  combine  to  give  the 
antenna  noise  temperature  Tp,  where 


Tp  =  <"•'■  w  =  T^  a  +  Tq(1  -  a) 


(A18) 


This    result    depends    on    the    validity    of   Kirchhoff's    law   of    radiation    [22]    in    nonequil  ibri  urn    (T^,  *■ 


Tq)- 


It  is  useful    to  rearrange  eq   (A15)    to  the  form 


where 


Tl         (K)     E 

oq  - 


t 

"oq'y    ■"' 

1 

liq'y 

1 

-   l^io'' 

ioq'i' 

(A19) 


:A20) 


Tl     k    Is      (K)r 
da  E        °        '^q-'        dK 

^0^(1-    l^ool^" 


;a2i] 


and  Y    is    the    z-component   of   the   propagation    vector.      The    antenna   loss   is   now  contained  entirely   in 
definition  (A20)  with  the  result  that' 


^  da  =  1 


;A22) 


which  is  equivalent  to  eq  (AlO).  Since  the  antenna  is  reciprocal  [6] 


^0  ^  ^q^ii^  =  ^0  '   V^"^^ 


:A23) 


with  a  similar  equation  for  the  lossy  or  primed  quantities,  s  is  the  "complete"  transmitting 
characteristic  of  the  antenna.  Equations  (A20)  and  (A21)  can  now  be  expressed  in  terms  of  the 
transmitting  characteristic 


%q(^^ 


IS 


00 


1  -  IS'  I 

00 


^lqo(-'<^ 


^Iqo^ 


:A24) 


and 


da 


(A25) 
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Equations  (A24)  and  (A25)  depend  only  upon  the  antenna  structure,  and  apply  when  the  noise  sources 
in  the  cavity  walls  are  in  either  the  radiating  near  field  [5]  or  the  far  field  of  the  antenna. 
They  may  be  conveniently  evaluated  in  terms  of  the  transmitted  far  field  of  the  antenna  [6]  by  using 


and 


%,'« 


da 


1  -  IS 


00 


IS' 

00 


2    r.,  \  2 

rE^ 
rE^lr) 


P^(q,  K)  d^ 


;A26) 


(A27: 


where  rE  is  the  far  field  pattern,  and  Pp  and  Q^  are  the  normalized  power  pattern  and  antenna  solid 
angle,  respectively.  dQ  is  the  differential  solid  angle  referenced  to  the  antenna  aperture. 
Combining  eqs   (A19),    (A26),   and   (A27),   and  writing  the   integral    in  more  conventional    form. 


1   -    |S;j2       Q^ 


rE'(r) 


rE(rl 


P   (e,   (t))   dQ 


(A28) 


where  9  and  $  are  the  usual  antenna  angles,  and  where  S^^'  and  the  field  pattern  rE^' (r)  contain  the 
antenna  loss.  The  integral  is  over  the  entire  An  solid  angle.  The  ratio  in  the  integrand  is  the 
ratio  of  the  field  pattern  with  loss  to  the  field  pattern  without  loss. 


For  convenience,  the  preceding  development  was  done  in  the  low-frequency  approximation  to  the 
radiation  laws.  This  approximation  results  in  a  3%  error  in  the  present  situation,  and,  therefore, 
the  Planck  quantum  effects  must  be  taken  into  account.  This  is  done  by  replacing  the  low-frequency 
radiation  temperatures  appearing  in  the  equations  by  their  Planck  equivalents.  For  example 
replaced  by  the  expression 


Tm   i5 


hv/K 


hv/kT 


(A29) 


where  h  is  Planck's  constant,   v   is  the  operating  frequency,   and  K   is   Boltzmann's  constant. 
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Appendix  B:     A  simplified  expression  for  the  noise  efficiency 


For    most    horns,     the    first    ratio    in    eq     (A28)    containing    the    reflection    coefficient    is    not 
significantly  different  from  unity  and  can  be  discarded.     The  noise  efficiency  becomes 


^/ 


rE ' ( r) 
rE(r) 


P  dQ 
n 


(Bl) 


The  horn  in  figure  2  was  designed  to  minimize  throat  and  aperture  reflections  so  that  a 
transmitted  signal  consists  of  a  simple  traveling  wave  that  maintains  the  TEj^q  spatial  configuration 
of  the  waveguide  mode  as  it  travels  from  the  waveguide  flange  to  the  aperture.  The  expansion  and 
radiation  of  such  a  wave  in  the  E  plane  of  the  horn  is  shown  in  figure  12.  As  the  wave  travels  away 
from  the  flange,  it  behaves  like  a  TE-j^q  mode  until  it  arrives  at  the  aperture  A-A'.  Considering  the 
9-direction,  the  principle  wavefront  continues  to  travel  outward  [8]  along  ray  S.  Two  diffracted 
waves  [13]  are  set  up  at  A  and  A'  due  to  the  abrupt  change  in  curvature,  portions  of  which  travel 
out  along  rays  D-^  and  Dj .  Surface  waves  that  are  launched  at  A  and  A'  travel  along  their  respective 
quarter-rounds  until  they  encounter  the  edges  at  B  and  B' .  Again,  diffracted  waves  are   set  up  with 


Flange 


Figure  12.     E-plane  section  of  the  WRIO  horn  antenna  showing  the  traveling-wave  field. 
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components  traveling  along  rays  D^  and  D2  in  the  Q-di recti  on.  To  first  order,  the  process  stops 
here.  A  similar  explanation  applies  to  the  9 '-direction,  except  there  the  principle  ray  S  is 
missing  and  a  diffracted  ray  D3  representing  leakage  from  the  surface  ray  is  added.  To  the 
approximation  considered,  the  field  E_'(_r)  in  the  0-direction  is  the  sum  of  the  waves  associated  with 
the  rays  S,  D-^,  D-^' ,  D2,  and  D2'.  In  the  9 '-di  rection,  the  sum  includes  the  rays  D-^' ,  D2,  D2',  and 
D3.  The  components  of  the  field  attenuation  at  r^  can  be  seen  from  this  decomposition:  attenuation 
of  the  S,  D]^  and  D^ '  waves  is  a  result  of  the  "waveguide"  attenuation  [23]  r]  from  the  flange  to  the 
aperture;  while  in  addition  to  this  attenuation,  the  D2  and  D2'  waves  suffer  a  further  attenuation 
associated  with  the  surface  waves  on  the  quarter-rounds.  A  similar  interpretation  applies  to  the 
9 '-direction,  from  which  it  is  clear  that  the  difference  in  the  ratio  of  eq  (Bl)  for  the  two 
directions  9  and  9'  is  due  to  a  difference  in  the  wave  attenuations  beyond  the  aperture  A-A' . 
Therefore,  if  the  attenuation  beyond  A-A'  is  neglected  by  setting  the  ratio  equal  to  -n,  then  eq  (Bl) 
reduces  to 

a   =  Ti  (82) 

since  r)  is  independent  of  the  antenna  angles  and  can  be  taken  outside  the  integral  and  the  integral 
without  the  ratio  is  the  antenna  solid  angle. 

The  relative  error  in  the  antenna  noise  temperature  due  to  neglecting  the  attenuation  beyond  A- 
A'  can  be  obtained  by  combining  eqs  (A18),  (Bl),  and  (B2),  resulting  in 

AT    T  -  T  P  dQ 

n  ^  (_ojT,^  T,  /  (1  -  An(9,  $))  -\-  (B3) 

n       m  a 


where  A-n  denotes  the  efficiency  associated  with  the  additional  attenuation  and  is  equal  to  the  ratio 
in  eq  (Bl)  divided  by  r).  An  upper  bound  is  easily  obtained  by  replacing  A-p  in  eq  (B3)  by  its 
minimum  value   (corresponding  to  a  maximum  value  of  attenuation),   reducing   (B3)    to 

AT  T     -   T 

"  =   {    \     ^]   rid   -  An)    .  (B4) 

n  m 

For  a  conductivity  of  4.5  S/cm  (gold  at  room  temperature),  the  minimum  value  of  Ati  is  estimated  to 
be  no  less  than  0.99965.  Then,  using  Tq  =  300  K,  1^  =  77  K,  and  ti  =  1  leads  to  a  maximum  error  of 
0.10%  in  the  noise  temperature. 
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Appendix  C:     Evaluation  of  r) 


Precise  evaluation  of  the  antenna  noise  efficiency  given  by  eq  ( B2)  is  not  possible  for  a 
pyramidal  horn  because  mathematical  expressions  for  the  fields  inside  the  horn  do  not  exist.  In 
sectoral  horns  where  expressions  do  exist,  the  electric  and  magnetic  fields  do  not  propagate  with 
the  same  phase  constant  [24].  Even  higher  modes  (other  than  TEj^q  and  TM^q)  in  a  lossy,  overmoded, 
rectangular  waveguide  are  not  stable  (i.e.,  retain  the  same  field  pattern  along  the  guide) 
[25,26].  Nevertheless,  the  attenuation  of  the  wave  described  in  Appendix  B  will  be  calculated  as 
though  it  were  the  dominant  waveguide  mode  in  a  waveguide  of  slowly  increasing  transverse  dimensions 
[23].  The  error  in  using  the  dominant  waveguide  mode,  instead  of  the  nonexistent  horn  modes,  is 
assumed  to  be  the  difference  in  the  attenuation  calculated  this  way  and  calculated  by  using  the 
dominant  mode  fields  for  the  E-  and  H-plane  sectoral    horns. 

The  attenuation  coefficient  a'    for  the   fields  is  calculated  from  the  expression   [24] 

a'  =    ^  ^"^  (cn 

where  P  is  the  power  traveling  longitudinally  through  the  waveguide  (or  radially  through  the 
sectoral  horn  with  z  -  r)  ,  and  dP/dz  is  the  corresponding  power  loss  per  unit  length  due  to 
dissipative  wall   losses. 

P   =  ^  Re  //   E  X   H*  •    ds  (C2) 


and 

dz       2  "s  ■'    '"t 


^  =  iR.  /    IH j2   dT   .  (C3) 


H^  is  the  magnetic  field  tangent  to  the  wall,  x  is  a  transverse  coordinate  along  the  wall,  and  Re 
stands  for  the  real  part  of  the  complex  quantity  of  the  arguement.  The  surface  resistance  R^  of  the 
wall    is  related  to  the  wave  number  k,   skin  depth  6,   and  free-space   impedance  Zq  by 

R^   =  ^  k  &  1     .  (C4) 

s       2  0 

The  attenuation  coefficient  a^   for  the  waveguide  mode  is  easily  found  in  the  literature  [25]  as 

R    ,2  2k^ 

a'  ^  -^{^  +  —^]  (C5) 

w   (jj^iP  ^b    a  '' 

g 

where  a  and  b  are  the  cross-sectional  dimensions  of  the  waveguide,  k^  (=  n/a)  is  the  cutoff 
wavenumber,  w  is  the  radian  frequency,  ii  is  the  magnetic  permeability  of  the  walls,  and 

p2  =  k^  -  k(,2    .  (C6) 
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When  the  H-plane  horn  mode  equations  [27]  are  inserted  into  eq  (CI),  the  resulting  attenuation 
coefficient  a|!|  for  the  geometry  shown  in  figure  13  is  (the  H's  in  the  following  equation  are  Hankel 
functions,    and  p  =  71/20^) 
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Figure  13.      Diagram  of  an  E-plane  and  a  H-plane  sectoral    horn. 


For  the  E-plane  horn   (fig.   13) 
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(C8) 


Using   the   proper   asymptotic   expansions   of   the   Hankel    functions    [28],    both   eqs    (C7)    and   (C8)    can  be 
reduced  to  eq   (C5)   as  the   flare  angles  0|_|  and  9^  vanish. 


Equations  (C5),  (C7),  and  (C8)  were  used  to  calculate  the  attenuation  and  noise  efficiency  of 
the  horn  in  figure  2  by  varying  the  a  and  b  dimensions  to  conform  to  the  inner  horn  dimensions.  The 
efficiency  and  attenuation  A  are  related  by  the  equations 
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n  =  e"'^  C9) 

A  E  2  /  a'dz  .  (CIO) 

The  integral  in  eq  (CIO)  is  performed  over  the  length  of  the  horn.  The  error  due  to  substituting 
the  waveguide  mode  fields  for  the  nonexistent  pyramidal  horn  mode  equations  was  then  assumed  to  be 
no  greater  (see  eqs  (A18)  and  (B2))  than 

AT    T  -  T 
n      m 

where  ti^,  ti^,  ti^  are  the  efficiencies  calculated  by  using  the  attenuation  coefficients  in  eqs  (C5), 
(C7),  and  (C8),  respectively.  This  error  was  no  larger  than  O.OIX  for  the  entire  WRIO  frequency 
band  (75  GHz  -  110  GHz). 
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Appendix  D:     Surface  roughness 


The  derivation  outlined  in  this  appendix  was  developed  to  help  resolve  a  disagreement  in  the 
literature  [9,10]  concerning  the  proper  form  of  the  equation  describing  the  effect  of  surface 
roughness  on  attenuation,  and  to  extend  these  previous  results  into  the  range  where  the  skin  depth 
is  comparable  to  the  rms   surface  roughness. 

Figure  14  illustrates  the  E  field  of  an  electromagnetic  wave  that  is  constrained  to  move  along 
the  z-direction  of  a  rough,  metallic  surface  where  r\_  is  the  unit  normal  to  the  surface,  and  Z,  is  the 
coordinate  directed  into  the  surface.  H.  is  the  magnetic  field  tangent  to  the  surface,  and  d^P  is  a 
second-order  differential  representing  the  time-averaged  Poynting  vector  directed  into  the  surface 
as  a  result  of  the  surface  losses.  By  neglecting  the  displacement  current  in  the  metal  and 
using  Ampere's  law  [29]  in  the  Poynting  vector  to  eliminate  electric  field,  the  power  absorbed  by  dA 
can  be  put  in  the  form 

h2p       R  6  ^^t 

-5-^  =  -^  Re  r  H*   •    f  -  -^=1 1  (  Dl ) 

dA         2  L"^        I        55JJ  lui; 


where  R^  is  the  surface  resistance,  and  6  is  the  skin  depth. 

Figure  15  shows  a  portion  of  the  rough  surface  parallel  to  the  x-z  plane  with  surface 
coordinates  [30]|j.  and  u.  The  small  (but  nonvanishing)  surface  area  AA  is  bounded  by  the  z  and  z  + 
Az  planes,  and  the  x  and  x  +  Ax  planes.  Ax  •  Az  is  the  projection  of  this  area  on  the  x-y  plane. 
The  power  absorbed  by  AA  is  then   found  by   integrating  eq   (Dl). 

R  6  aH  5H 

P   =-^/      Re   [-    HJ-^-   H^^]    dA  (D2) 

AA 

which  can  be  put  in  a  quasi -differential  form  resembling  eq  (Dl), 

^2n     R  S         5H       5H      .. 


dz  •  dT    2      '-   ^i  55     V     bZ       Az  •  At 


where  the  caret  brackets  stand  for  a  surface  average  (the  integral  in  eq  (D2)  divided  by  AA) . 
Equation  (D3)  applies  either  to  a  "y  =  constant"  wall  (x  =  x)  or  a  "x  =  constant"  wall  (t  =  y).  The 
average  should  extend  over  at  least  10  0  (a  is  the  rms  surface  roughness)  to  be  valid.  In  the 
present  case,  the  surface  roughness  of  the  internal  horn  surfaces  is  10  |icm,  easily  small  enough  to 
make  the  quasi-differential    useful    even  inside  the  WRIO  waveguide   lead  of  the  horn. 
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Figure  14.  Schematic  diagram  of  an  electromagnetic  wave  traveling  along  a  rough  surface. 


For  locally  flat  surfaces  [29] 


dH 

Re  [-  H*  -^] 


5H 

Re  [-  H*  -^] 


(D4) 


D5) 


The   terms   on   the    right   of   these   equations    are   approximations    associated   with   a   first-order    (in  the 
skin   depth)    solution    for   the   fields    at   a   metal    surface  where 
fields.      It  is  then  convenient  for  the  rough  surface  to  define 


skin   depth)    solution   for  the   fields   at  a  metal    surface  where   H^   (H^^  or  Hy)   and  H^  are  the  incident 
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Figure  15.  Schematic  diagram  for  the  coordinates  of  a  rough  surface. 
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K^  is  associated  with  the  surface  current  containing  a  z  component  while  the  current  associated  with 
K^  is  contained  entirely  in  the  x-y  plane.  These  two  factors  are  expected  to  yield  the  same 
magnitude  [9,  10]  if  the  surface  roughness  in  the  z  and  transverse  directions  is  the  same. 
Furthermore,  if  the  fields  on  the  rough  surface  could  be  found  to  first-order  in  the  skin  depth,  it 
is  not  unreasonable  to  expect  the  partial  derivatives  in  eqs  (06)  and  (D7)  to  contain  a  factor  6 
that  would  cancel  the  6's  in  these  equations.  Therefore,  K^  and  K^  should  depend  on  the  frequency 
and  the  surface  geometry  and  be  independent  of  the  surface  conductivity  contained  in  the  skin  depth 
(and  thus  the  temperature). 


For  wavelengths  much  greater  than  the  surface  roughness,  calculations  [31]  indicate  that  the  K 
factors  lie  between  unity  and  the  constant  C  by  which  the  real  area  is  increased  over  the  projection 
of  the  area  on  a  plane  parallel  to  the  real  surface  and  that  they  approach  C  as  the  frequency 
increases  (or  the  skin  depth  decreases).  Then,  the  ratios  multiplying  the  constant  C  in  the 
equations  lie  between  C"-*-  and  unity,  approaching  unity  as  the  frequency  increases.  This  behavior 
suggests  that  the  ratios  are  a  measure  of  what  fraction  of  the  rough  surface  is  available  or  "above 
cutoff"  to  the  incident  fields.   Therefore,  since  there  is  nothing  in  this  description  to  suggest  a 
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dependence  on  anything  but  the  frequency  and  surface  geometry  (roughness),  it  is  concluded  that  the 
K  factors  are  constant  as  long  as  the  surface  roughness  and  frequency  remain  constant.  This 
conclusion  is  the  basic  justification  for  determining  the  surface  roughness  factor  for  the  horn  by 
the  method  described  in  section  2.  Incidentally,  this  interpretation  of  the  behavior  of  the  ratios 
explains  why  the  effects  of  surface  roughness  increase  with  frequency  (becoming  important  in  the 
millimeter-wave  bands),  an  insight  apparently  missing  from  the  literature. 

Combining  eqs  (D2),  (D6),  and  (D7)  leads  to 

2     R 
^  ^   -  Mk   IH  1^  +  K   IH J^)  (D9) 


dz  •  dT    2   z   T     T   z 


K  4  (IH^I^  +  IH J^)  (DIO) 

^      T  Z 


where  eq  (DIO)  holds  when  the  surface  roughness  is  isotropic  and  K^  and  K^  both  equal  the  same 
constant  K.  Proceeding  from  eq  (DIO)  by  the  usual  method  [25]  gives  an  efficiency 

-2K  /  a'dT  ,„, 1. 

T)  =  e    •'  (DID 

in  place  of  eqs  (C9)  and  (CIO). 
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Appendix  E:     Higher-mode  contamination 


The     noise     temperature     T^     of     a     lossless     waveguide     with     gradually     increasing     transverse 
dimensions  that  is  terminated  by  a  reflectionless  absorber  at  its  larger  end  can  be  expressed  as 

T     =   T     +   T     y   a..+   T     y   a. .  (El) 

where  Tj^  is  the  absorber  temperature.  The  first  term  represents  the  noise  power  contained  in  the 
dominant  (TE-j^q)  mode  that  propagates  the  entire  length  of  the  waveguide  without  attenuation.  The 
second  and  third  terms  represent  noise  in  the  higher  TE  and  TM  modes,  respectively,  which  are 
attenuated  in  the  smaller  end  of  the  guide.  The  efficiency  factors  are  related  to  the  increasing 
transverse  dimensions  (a  and  b)  of  the  waveguide  and  the  wavelength  \   [25]  by 

A.  . 
-/^Ja..dz 
a,,  ^  e   °    ^J  (E2) 


where 


TJ 


-  Q  ri^  J.   J^    4U/2  ,c•^^ 

^^  a    b^  \^ 


The    integral     is    taken    from    "o"    at    the    small     end    of    the    waveguide    to    that    point    A--    where    the 
respective  mode   is  propagating. 

From    eq     (El),     the     relative     uncertainty     in    the     noise    temperature    due     to    the    presence    of 
incompletely  attenuated  higher  modes  at  the   small   end  of  the  waveguide  is 


OO  CO 


AT 

-J^=  I   a.      +1   a    .   +  Zll  a..    .  (E4) 

\        2      ^°        1      °J  11      '' 


This  equation  is  applied  to  the  horn  in  figure  2  from  the  waveguide  flange  to  the  aperture,  where  a 
and  b  are  allowed  to  expand  to  conform  to  the  transverse  horn  dimensions.  The  error  depends  on  the 
length  x-^  of  the  waveguide  portion  of  the  horn  as  shown  in  figure  16,  where  it  is  seen,  that  for  the 
horn  with  an  x-^  of  0.31  cm,  the  error  is  0.12%.  Thus,  if  a  detector  at  the  output  of  the  standard 
could  respond  to  all  of  the  modes,  it  would  measure  a  noise  temperature  0.12%  higher  than  Tp^. 
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Figure  16.     Higher-mode  noise-temperature  error  at  110  GHz  for  the  WRIO  horn  antenna. 
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Appendix  F:     Cavity-radiation  error 


The  excess  temperature  (eq  (3))  is  derived  on  the  assumption  that  the  cavity  walls  and  absorber 
(fig.  7)  are  at  the  same  temperature  T,^,  leaving  just  the  antenna  noise  contribution.  Therefore, 
since  the  wall  temperature  varies  from  T^  up  to  room  temperature,  eq  (3)  predicts  too  small  a 
correction  and  is  in  error.  An  upper  bound  to  the  magnitude  of  the  error  is  estimated  in  this 
appendix.  The  model  of  the  cavity  to  be  used  in  the  estimate  is  shown  in  figure  17,  which  is  an 
enlarged  portion  of  the  assembly  drawing  in  figure  7.  The  heavy,  superimposed  lines  indicate  the 
confines  of  the  model  in  this  profile  view.  The  horn  antenna  is  represented  by  lines  0-1  and  0-2, 
where  the  matching  quarter-rounds  have  been  deleted  to  make  the  calculation  easier  and  to-  give  a 
more  conservative  estimate  of  the  error.  The  cavity  walls  consist  of  lines  A-B-C-D  and  G-H-I-J. 
The  real  absorber  (the  wedges)  is  replaced  by  the  fictitious  surface  D-E-F-G  from  which  the  absorber 
radiation  is  assumed  to  originate.  The  absorber  temperature  is  T^^,  while  the  walls  vary  in  temper- 
ature from  1^  at  D  and  G  to  room  temperature  at  C  and  H.  The  rear  portion  of  the  walls,  A-B-C  and 
H-I-J,  are  at  room  temperature.  The  absorber  is  reflectionless,  while  the  walls  and  horn  exterior 
have  emissivities  [32,33]   that  vary  with  temperature. 

The  sectional  view  of  the  standard  shown  in  figure  17  is  in  the  E-plane  of  the  horn,  where 
points  1  and  2  are  at  the  center  of  the  E-edges.  In  this  plane,  the  sources  of  radiation  in  the 
walls  and  absorber  are  included  in  the  heavy  lines  of  the  figure.  Since  the  walls  of  the  cavity  are 
metallic,  a  three-dimensional  pattern  of  images  of  each  source  is  set  up,  the  source  and  its  images 
both  radiating  energy  into  the  horn.  To  make  the  image  pattern  easier  to  construct,  the  cavity  is 
assumed  to  have  a  square  (rather  than  circular)  cross  section,  restricting  the  images  of  a 
particular  source  to  the  plane  of  the  figure  and  to  a  plane  perpendicular  to  the  figure.  The 
calculations  are  simplified  (and  the  error  made  more  conservative)  by  rotating  the  images  in  the 
perpendicular  plane  by  90°  into  the  plane  of  the  figure.  A  further  simplification  is  gained  by 
translating  the  rotated  images  until  each  lies  directly  on  top  of  its  nearest  neighbor.  This  last 
operation  doesn't  have  a  great  effect  on  the  results,  and  permits  the  rotated  images  to  be  accounted 
for  by  simply  doubling  the  strengths  of  the  images  originally  in  the  plane  of  the  figure.  The  UTD 
[8]  is  then  applied  to  the  resulting  patterns,  two  examples  of  which  are  illustrated  in  figures  18 
and  19.  In  figure  18  the  source  is  an  element  of  the  absorber,  and  can  be  seen  from  the  throat  area 
of  the  horn  and  the  two  horn  edges,  as  indicated  by  the  dashed  lines  connecting  the  source  to  these 
points.  The  images,  on  the  other  hand,  can  only  be  seen  by  the  edges.  The  number  of  images  is 
infinite,  and  appear  to  collect  on  the  condensation  line  as  the  images  get  further  away  from  the 
edges.  In  figure  19,  the  source  is  in  the  upper  wall  behind  the  horn  aperture  and,  with  its  images, 
can  only  be  seen  by  the  upper  E-edge.  The  images  in  both  figures  are  drawn  as  though  the  horn  were 
not  present  to  simplify  the  drawings  and  the  subsequent  calculations.  This  simplification  is  not 
expected  to  have  a  large  effect  on  the  results  since,  because  of  the  rectangular  horn  geometry  and 
circular  cavity  geometry,   no  resonance  structure  is  set  up  behind  the  horn. 

For  the  source  shown  in  figure  18,  the  UTD  [8]  approximation  leads  to  a  first-order  magnetic 
field  H  at  point  o  of  the  form  (for  the  source  in  figure  19,  only  the  second  term  and  the  first 
infinite  series  would  be  present) 
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Figure  17.     Enlarged    view    of    the    WRIO    noise-standard    assembly    drawing    showing    the    outline    of    the 
cavity  model . 
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The  first  term  is  the  field  that  comes  directly  from  the  source  at  distance  r^.  The  absence  of  an 
infinite  series  associated  with  the  field  Hq  indicates  that  the  images  are  not  seen  from  point  o. 
Tlie  second  term  is  the  portion  of  the  source  field  incident  on  the  first  edge  that  is  diffracted 
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Figure   18.      Image  pattern  of  a  source   in  the  absorber. 

((1,  o)  is  the  diffraction  coefficient)  by  the  edge  to  the  point  o.  The  third  term  has  a  similar 
interpretation,  and  the  two  infinite  series  (the  factor  of  2  comes  from  the  image  doubling  mentioned 
earlier)   are  the   image   fields  diffracted  to  point  o.     The  Z-symbols  under  the  sum  signs  are  the 
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compound    reflection    coefficients    associated    with    the    multiple    reflections    of    the    source    in    the 
cavity  walls  that  produce  the   images.     For  example, 


^li   =    .\   ^li^J^ 


[F2) 


is  the  compound  reflection  coefficient  associated  with  the  i^  image  as  seen  by  edge  1.  The  lower- 
case z's  are  the  reflection  coefficients  [33]  for  the  individual  wall  reflections  which  are  n,-  in 
number.  The  symbol  after  the  "equal"  sign  signifies  that  a  product  of  the  individual  coefficients 
is  calculated.  The  various  z's  (indicated  by  the  j  in  the  argument)  contain  a  small  amount  of  wall 
attenuation,  and  differ  from  each  other  because  this  attenuation  is  a  function  of  the  wall 
temperature.  The  individual  back  and  side  wall  coefficients  differ  because  of  the  different  angles 
of  incidence  of  the  fields  from  the  source. 

The  magnitudes  Hq,  H^(o),  .  .  .  ,  appearing  in  eq  (Fl)  are  stochastic  variables  [21]  which, 
when  multiplied  together  and  averaged  over  an  ensemble  of  systems  identical  to  the  actual  system, 
yield  the  source  strengths  of  the  radiation  from  the  source  or  its  images.  This  product  takes  the 
general  form 


<H^(i)  H^(j)>  =  C[e(Y^(i))  e{y^(3))    COSY^(i)  COSY^(j)]^/^  kTB  k^  dA  K^^(i,  j) 


(F3) 


where  m  and  n  denote  the  edge  (1  or  2),  and  i  and  j  denote  the  source  (o)  or  an  image  (1,  2, 
.  .  .  ).  e  is  the  emissivity  which  depends  on  the  angle  of  incidence,  k  is  Boltzmann's  constant,  T 
is  the  temperature  of  the  source,  B  is  the  frequency  bandwidth  of  the  system  to  which  the  noise 
standard  is  attached,  k  is  the  wavenumber,  and  dA  is  the  elemental  area  of  the  source.  The  y's  are 
angles  of  incidence   (fig.   18)    ,   and  C  is  the  constant 


?7 


(F4) 


where  X  is  the  wavelength,  and  Zq  is  the  free-space  impedance. 


I   1,  cavity  walls 
0,  different  sources  and  source  images 


(F5) 


Equation  (F3)  was  derived  in  the  ray-optical  approximation  by  using  Kirchhoff's  law  of  radiation 
[34]  and  Poynting's  vector.  The  emissivities  are  calculated  from  the  reflectivity  [32,33]  of  the 
walls,   and  are  equal    to  unity  for  the  absorber. 
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The  elemental  noise  temperature  dip  resulting  from  a  particular  source  and  its  images  is 
calculated  from 


dT  = 
n 


C'<H  H*> 
kB 


(F6) 


where  C  is  a  constant  related  to  the  transformation  of  the  throat  field  H  into  the  TE^q  mode  fields 
in  the  waveguide  lead  of  the  horn.  When  eq  (Fl)  is  inserted  into  (F6)  and  eq  (F3)  is  applied  to  the 
resulting  products,  there  emerges  an  expression  of  the  form 


dT  -  C  C  T 
n 


dA 


(F7) 


where  the  bracket  contains  what  is  left  of  the  product  H  H*. 
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Figure  19.     Image  pattern  of  a  source  in  the  side  wall. 


The  process  just  described  is  relatively  simple  because   it  was  initiated  in  the  E-plane  section 
of    the    horn    and    cavity,    the    same    calculation    in    any    other    plane    being    prohibitively    complicated. 
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However,  in  other  planes,  eq  (F7)  overestimates  the  effects  of  the  cavity  walls  on  the  error  because 
the  wall  contributions  are  strongest  in  the  E-plane  (since  the  diffraction  is  strongest  in  the 
center  of  the  E-edges).  Thus,  if  eq  (F7)  is  applied  to  all  sections  around  the  axis  of  the  horn  and 
cavity  (that  is,  if  azimuthal  symmetry  is  assumed),  the  error  will  be  overestimated  and 
conservative.     The  resulting  equation  has  the  form 

T^  =  C  C   /   T  {    }    dA  (F8) 

where  the  integral  is  over  the  surface  of  the  cavity.  T  and  {  }  are  independent  of  the  azimuthal 
angle,  and  dA  can  easily  be  expressed  in  spherical  coordinates.  The  terms  in  the  bracket  are  a 
function  of  the  wall  temperature  since  the  conductivity  of  the  walls  depends  on  temperature.  In 
thermal  equilibrium,  Tp  and  T  must  both  equal  the  absorber  temperature  Tj^,  allowing  the  product  C  C 
to  be  easily  calculated. 

C  C  =  (/  {m}  dA)"^  (F9) 

where  the  m  in  the  brackets  is  a  reminder  that,  in  this  case,  the  bracket  is  evaluated  with  the  wall 
temperature  set  equal  to  the  absorber  temperature.  The  antenna  noise  temperature  now  becomes 

/  T  {  }  dA 

T„  =  — .  (FIO) 

"    /  {m}  dA 

The  nonisothermal  wal 1 -radiation  error  corresponding  to  eq  (FIO)  is 

AT    T  -  T 
n      n 


A  computer  program  written  to  estimate  this  error  produced  the  result 

AT^ 

-^  =   -  0.059  -  0.035  =   -  0.094%  (F12) 

n 

where    the    first   component   of   the   error    (0.059)    comes    from   the   front   portion    (C-D   and   GH   in   figure 
17)   of  the  cavity  wall    and  the  second  from  the  back   portion   (C-B-I-H). 

Radiation  can  leak  into  the  cavity  around  the  radiation  shields  (6C  and  6E  in  figure  7),  and 
possibly  around  the  membrane  (17).  Because  of  the  millimeter-wave  absorber  (16)  underneath  the  load 
holder  (14),  the  radiation  leaking  around  the  shields  has  a  radiation  temperature  [16]  only  2  K 
greater  than  T^^,  and  causes  an  additional  error  no  greater  than  -  0.001%.  The  radiation  possibly 
leaking  around  the  membrane  has  a  radiation  temperature  equal  to  room  temperature,  and  causes  an 
additional  error  no  larger  than  -  0.01%.  Thus,  the  total  error  due  to  the  leakage  and  the  walls  is 
-  0.10%     (-   0.001  -  0.01  -  0.094). 
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Appendix  G:     Multiple  reflections 


Multiple  reflections  taking  place  between  the  horn  aperture  and  the  back  wall  of  the  cavity 
cause  an  error  in  the  calculated  noise  temperature  since  the  derivation  (Appendix  A)  of  eqs  (3)  and 
(5)  assumes  a  reflectionless  cavity.  These  reflections  modify  both  the  horn  and  cavity-wall 
contributions  to  the  noise  temperature  of  the  standard.  The  magnitude  of  the  error  due  to  the 
changes  in  the  horn-generated  noise  can  be  found  by  determining  that  portion  of  the  reflection 
coefficient  of  the  standard  that  is  a  result  of  back-wall  reflections.  This  was  done  by  measuring 
the  change  in  the  reflection  coefficient  of  the  horn  waveguide  port  between  the  configuration  shown 
in  figure  7,  and  the  configuration  with  the  horn,  load  holder  (14),  and  load  (13)  in  place  and  all 
other  items  in  the  figure  removed.  The  resulting  change  in  magnitude  was  0.001.  An  expression  for 
the  relative  noise  temperature  error  is  derived  by  considering  the  horn  as  a  two-port  junction  [35], 
terminated  by  a  load  at  temperature  1^  whose  reflection  coefficient  changes  from  0  to  0.001. 


(Gl) 


where  AT  is  the  excess  noise  temperature  and  is  estimated  from  eq  (3)  and  figure  5  to  be 
approximately  2  K  (T^^  and  Tq  are  approximately  77  K  and  300  K,  respectively).  Completing  the 
calculation  in  eq   (Gl)   shows  this  part  of  the  error  to  be  completely   negligible. 

An  upper  bound  to  the  error  in  neglecting  the  excess  noise  generated  by  the  cavity  walls  is 
carried  out  in  Appendix  F,  where  the  effects  of  multiple  reflections  are  ignored.  However,  since 
the  rear  cavity  wall  is  so  highly  reflecting,  it  is  reasonable  to  expect  that  the  excess  noise  is 
underestimated  (a  tighter  coupling  to  the  cavity  can  only  increase  the  noise  as  the  cavity  walls 
have  a  higher  temperature  than  the  absorber)  by  this  zero-order  approximation.  A  first-order 
approximation  can  readily  be  obtained  by  considering  the  additional  noise  from  the  E-edge  images. 
Furthermore,  after  the  first  order,  the  effects  of  higher-order  edge  images  of  the  edges  fall  off 
rapidly.  Figure  20  illustrates  a  pattern  of  source  images  with  the  addition  of  images  from  both  E- 
edges,  the  crosses  representing  the  upper  edge  and  the  asterisks  the  lower  edge.  The  source  and 
each  of  its  images  excites  either  half  or  all  of  the  edge  pattern,  depending  on  the  location  of  the 
source  or  its  images.  Using  the  UTD,  the  edge  images  lead  to  an  enhanced  magnetic  field  H'  in  the 
horn  throat  (the  symbols  are  described  in  Appendix  F). 

-     H,(o)  ^"■''^''l                                                   -     Hjo)   ^'-^'•'''2 
H'    =  H  +  2     I     -J^_^^__  (1,   0,   j)    1^.(1,   j)   +  2     I     -^-^^ (2,   0,   j)    I^.(Z,   j) 
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Figure  20.  Image  pattern  of  a  source  in  the  absorber  and  the  excited  E-edges. 


where  H  is  the  original  field  (eq  (Fl)).  The  factor  2  dividing  the  source  strengths  is  a  result  of 
normalizing  the  previous  equations  for  grazing  incidence  [8].  The  only  new  symbols  are  the  triplets 
like  the  (1,  i,  j)  in  the  four  series  of  edge  fields.  This  new  diffraction  coefficient  describes 
the  excitation  (fig.  20)  at  the  j^"  edge  image  by  the  source  image  at  position  "i."  Similar 
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interpretations   apply   to  the  other  coefficients.      Proceeding  as  in  Appendix  F,   the  noise  temperature 
Tp  that  now  includes   first-order  reflections  has  the  form   (c.f.   eq   (F8)) 


r=CC'/{}dA+4SCC'/T[]dA 


(Gs; 


where  S  is  a  constant  (close  to  unity)  that  is  the  result  of  the  approximations  made  to  arrive  at 
the  equation.  The  symbol  [  ]  bears  the  same  relationship  to  the  additional  terms  in  H'  that  the 
symbol  {  }  bore  to  H  in  eq  (Fl).  Again,  using  the  second  law  of  thermodynamics, 


C  C  =  [  /  {m}  dA  +  /  [m]  dA) 


-1 


(G4] 


where  the  m  in  the  brackets  indicates  that  they  are  evaluated  at  the  absorber  temperature  T^^. 
Combining  eq  (G3)  and  (G4), 


T'  =  T 
n    n 


1  +  4  S  /  T  [  ]  dA/  /  T  {  }  dA 

• ] 

1  +  4  S  /  [m]  dA/  /  {m}  dA 


(G5) 


With  the  help  of  a  computer  program. 


AT    T  -  T' 
n  _  n    n 


0.054% 


(G6) 


is  the  resulting  error  in  the  output  noise  temperature  due  to  neglecting  the  next  higher-order 
(first-order  multiple  reflection)  contribution  of  the  excess  noise  generated  by  the  cavity  walls. 
Comparing  this  with  eq  (F12)  shows  that  the  first-order  multiple  reflection  is  not  insignificant 
compared  to  the  zero-order  calculation. 


41 


NBS-n4A  (REV.  2-ac) 


U.S.    DEPT.    OF    COMM. 

BIBLIOGRAPHIC  DATA 

SHEET  (See  instructions) 


1.  PUBLICATION  OR 
REPORT  NO. 

NBS  TN-1071 


2.  Performing  Organ.  Report  No. 


3.  Publication  Date 


December  1983 


4.  TITLE  AND  SUBTITLE 

Design  and  Error  Analysis   for  the  WRIO  Thermal    Noise  Standard 


5.  AUTHOR(S) 


William  C.    Daywitt 


6.  PERFORMING  ORGANIZATION  (If  joint  or  other  than  NBS.   see  instructions) 

NATIONAL  BUREAU  OF  STANDARDS 
DEPARTMENT  OF  COMMERCE 
WASHINGTON,  D.C.    20234 


7,  Contract/Grant  No. 


8.  Type  of  Report  &  Period  Covered 

Final 


9.  SPONSORING  ORGANIZATION  NAME  AND  COMPLETE  ADDRESS  (Street.  City,  State,  ZIP) 


Same  as  #6. 


10.  SUPPLEMENTARY  NOTES 


[^J  Document  describes  a  computer  program;  SF-185,  FlPS  Software  Summary,  is  attached. 


11.  ABSTRACT  (A  200-word  or  less  factual  summary  of  most  significant  information.    If  document  includes  a  si gnificant 
bi bliography  or  literature  survey,  mention  it  here) 

This  note  describes  the  design  and  error  analysis  of  a  WRIO  thermal  noise 
power  standard.  The  standard  is  designed  to  operate  at  the  boiling  point 
of  liquid  nitrogen  with  a  noise  temperature  output  accurate  to  ±  1    K. 


12.  KEY  WORDS  (Six  to  twelve  entries;  alphabetical  order;  capitalize  only  proper  names;  and  separate  key  words  by  semicolons) 

antenna  efficiency;  diffraction;  error  analysis;  millimeter  wave;  noise 
standard;   plane-wave  scattering  matrix. 


13.  AVAILABILITY 

[X]  Unlimited 

I      I  For  Official  Distribution.     Do  Not  Release  to  NTIS 

[Xl  Order  From  Superintendent  of  Documents,  U.S.  Government  Printing  Office,  Washington,  D.C. 
20402. 

[2^  Order  From  National  Technical  Information  Service  (NTIS),  Springfield,  VA.    22161 


14.  NO.  OF 

PRINTED  PAGES 

45 


15.  Price 


USCOMM-DC    6043-P80 


iiU.S.  GOVERNMENT  PRINTING  OFFICE:  1984—777-494/124  REGION  NO  8 


NBS  TECHNICAL  PUBLICATIONS 


PERIODICALS 

JOURNAL  OF  RESEARCH— The  Journal  of  Research  of  the 
National  Bureau  of  Standards  reports  NBS  research  and  develop- 
ment in  those  disciplines  of  the  physical  and  engineering  sciences  in 
which  the  Bureau  is  active.  These  include  physics,  chemistry, 
engineering,  mathematics,  and  computer  sciences.  Papers  cover  a 
broad  range  of  subjects,  with  major  emphasis  on  measurement 
methodology  and  the  basic  technology  underlying  standardization. 
Also  included  from  time  to  time  are  survey  articles  on  topics 
closely  related  to  the  Bureau's  technical  and  scientific  programs. 
As  a  special  service  to  subscribers  each  issue  contains  complete 
citations  to  all  recent  Bureau  publications  in  both  NBS  and  non- 
NBS  media.  Issued  six  times  a  year.  Annual  subscription:  domestic 
$18;  foreign  $22.50.  Single  copy,  $5.50  domestic;  $6.90  foreign. 

NONPERIODICALS 

Monographs — Major  contributions  to  the  technical  literature  on 
various  subjects  related  to  the  Bureau's  scientific  and  technical  ac- 
tivities. 

Handbooks — Recommended  codes  of  engineering  and  industrial 
practice  (including  safety  codes)  developed  in  cooperation  with  in- 
terested industries,  professional  organizations,  and  regulatory 
bodies. 

Special  Publications — Include  proceedings  of  conferences  spon- 
sored by  NBS,  NBS  annual  reports,  and  other  special  publications 
appropriate  to  this  grouping  such  as  wall  charts,  pocket  cards,  and 
bibliographies. 

Applied  Mathematics  Series — Mathematical  tables,  manuals,  and 
studies  of  special  interest  to  physicists,  engineers,  chemists, 
biologists,  mathematicians,  computer  programmers,  and  others 
engaged  in  scientific  and  technical  work. 

National  Standard  Reference  Data  Series — Provides  quantitative 
data  on  the  physical  and  chemical  properties  of  materials,  com- 
piled from  the  world's  literature  and  critically  evaluated. 
Developed  under  a  worldwide  program  coordinated  by  NBS  under 
the  authority  of  the  National  Standard  Data  Act  (Public  Law 
90-396). 

NOTE:  The  principal  publication  outlet  for  the  foregoing  data  is 
the  Journal  of  Physical  and  Chemical  Reference  Data  (JPCRD) 
published  quarterly  for  NBS  by  the  American  Chemical  Society 
(ACS)  and  the  American  Institute  of  Physics  (AlP):  Subscriptions, 
reprints,  and  supplements  available  from  ACS,  1 155  Sixteenth  St., 
NW,  Washington,  DC  20056. 


Building  Science  Series — Disseminates  technical  information 
developed  at  the  Bureau  on  building  materials,  components, 
systems,  and  whole  structures.  The  series  presents  research  results, 
test  methods,  and  performance  criteria  related  to  the  structural  and 
environmental  functions  and  the  durability  and  safety  charac- 
teristics of  building  elements  and  systems. 

Technical  Notes — Studies  or  reports  which  are  complete  in  them- 
selves but  restrictive  in  their  treatment  of  a  subject.  Analogous  to 
monographs  but  not  so  comprehensive  in  scope  or  definitive  in 
treatment  of  the  subject  area.  Often  serve  as  a  vehicle  for  final 
reports  of  work  performed  at  NBS  under  the  sponsorship  of  other 
government  agencies. 

Voluntary  Product  Standards — Developed  under  procedures 
published  by  the  Department  of  Commerce  in  Part  10,  Title  15,  of 
the  Code  of  Federal  Regulations.  The  standards  establish 
nationally  recognized  requirements  for  products,  and  provide  all 
concerned  interests  with  a  basis  for  common  understanding  of  the 
characteristics  of  the  products.  NBS  administers  this  program  as  a 
supplement  to  the  activities  of  the  private  sector  standardizing 
organizations. 

Consumer  Information  Series — Practical  information,  based  on 
N  BS  research  and  experience,  covering  areas  of  interest  to  the  con- 
sumer. Easily  understandable  language  and  illustrations  provide 
useful  background  knowledge  for  shopping  in  today's  tech- 
nological marketplace. 

Order  ihe  above  NBS  puhlicaiions  from:  Superiniendenl  of  Docu- 
ments. Government  Printing  Office.   Washington.  DC  20402. 
Order  the  following  NBS  publications — FIPS  and  NBSIR's^rom 
the  National  Technical  Information  Service.  Springfield.  VA  22161 . 

Federal  Information  Processing  Standards  Publications  (FIPS 
PUB) — Publications  in  this  series  collectively  constitute  the 
Federal  Information  Processing  Standards  Register.  The  Register 
serves  as  the  official  source  of  information  in  the  Federal  Govern- 
ment regarding  standards  issued  by  NBS  pursuant  to  the  Federal 
Properly  and  Administrative  Services  Act  of  1949  as  amended. 
Public  Law  89-306  (79  Slat.  1127),  and  as  implemented  by  Ex- 
ecutive Order  11717(38  FR  12315,  dated  May  II.  1973)  and  Part  6 
of  Title  15  CFR  (Code  of  Federal  Regulations). 

NBS  Interagency  Reports  (NBSIR)— A  special  series  of  interim  or 
final  reports  on  work  performed  by  NBS  for  outside  sponsors 
(both  government  and  non-government).  In  general,  initial  dis- 
tribution is  handled  by  the  sponsor;  public  distribution  is  by  the 
National  Technical  Information  Service  ,  Springfield,  VA  22161, 
in  .paper  copy  or  microfiche  form. 


U.S.  Department  of  Commerce 

National  Bureau  of  Standards 


Washington,  D.C.    20234 

Official  Business 

Penalty  for  Private  Use  $300 


POSTAGE  AND  FEES  PAID 

U.S.  DEPARTMENT  OF  COMMERC 

COM-215 


SPECIAL  FOURTH-CLASS  RATE| 
BOOK 


